
VOLATILE ORGANIC COMPOUNDS 
SOIL SAMPLING

ALS Soil VOC Sampling Kit – field preservation of samples
•	 Use the ALS Soil VOC Sampling Kit and preserve your samples 		
	 straight in the field
•	 ALS Soil VOC Sampling Kit is based on Method EPA 5035

ALS Soil VOC Sampling Kit contains:
•	 Special sampler for defined amount of soil
•	 ALS vial with defined volume of methanol (serves as preservation)
•	 Container for dry matter determination 

ALS Czech Republic provides a new „Soil 
VOC Sampling Kit“ to ensure right field 
sampling using the chemical preservation 
procedures (by methanol).

Each ALS Soil VOC Sampling Kit contains:
•	 one 40 ml ALS vial with 5 ml of 

methanol
•	 one container for the dry matter
•	 one Terra Core Sampler

You may also need: 
•	 Spatula or similar tool to transfer soil to the dry matter container
•	 Wipes or other sweeping material
•	 Cooler bag

Advantages of  Soil VOC Sampling Kit
•	 Readiness to use: elimination of long manipulation – minimum loss of 

VOCs
•	 Preservation of sample right after sampling in the field
•	 The same container is used for sampling in the field and for extraction in 

the laboratory
•	 Zero manipulation with soil after the sampling in the laboratory 
•	 Minimal lost of VOC during the extraction
•	 Very low risk of cross contamination between samples – 'one kit=one 

sample'
•	 Reduced weight of refrigerated boxes when full
•	 Reduced transport costs
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Step 1:
Have ready the 40ml ALS vial containing 
the methanol. With the plunger seated in 
the handle, push the Terra Core Sampler 
into exposed soil untill the sample chamber 
is filled. A filled chamber will deliver 
approximately 5 grams of soil.

Step 2:
Wipe soil from the outside of the 
Terra Core Sampler.

Step 3:
Rotate the plunger that was seated in the handle top 90° until it is 
aligned with the slots in the body. Place the mouth of the sampler into 
the 40ml ALS vial containing methanol and extrude the sample by 
pushing the plunger down. Quickly place the vial cap back on the vial.

Do not hesitate to contact us to beneficiate from this service.

All ALS Soil VOC Sampling Kit provided by ALS are designed the same manner. It is 
therefore important to apply the following guideline:
1.	 Label vials (containers) with the appropriate sample identification. Do not cover 

the bar code!
2.	 Use the Terra Core Sampler to transfer around 5 grams of soil to the 40 ml vial 

containing  methanol and quickly close the vial with screw cap.
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RECOMMENDED SAMPLING TECHNIQUE 
USING THE TERRA CORE SAMPLER

3.	 The Terra Core Sampler is a single use device. Do not  reuse it to avoid cross-contamination.
4.	 Fullfill the dry weight container with soil. 
5.	 Place all containers back onto the holder.
6.	 Pack ALS Soil VOC Sampling Kit at temperature between 1 to 5°C before shipping to ALS Laboratory


